Evaluation of a carbon monoxide dosimeter.
A potential carbon monoxide dosimeter has been evaluated. It consists of a MDA Accuhaler pump and a Drager Long-Term Tube. While this combination has limitations, it shows promise as a relatively inexpensive and reasonably accurate CO dosimeter.